The Intoximeter 3000 and the four minute fallacy.
Claims that breath alcohol values measured on the Lion Intoximeter 3000 are invalid if the machine clock is incorrect by more than four minutes have been shown to be technically incorrect. A study involving measurement of simulated breath alcohol levels with various Intoximeter 3000 clock times shows no variation within normal tolerances for breath alcohol values.